
MICLAB-085 
 

5. Preparation of Standards 
 
5.1 Standards for Verification and Validation Assays (sections 3 and 4) 
 

50 EU/ml
Standard
Endotoxin

Vial

0.5mL

50 EU/mL

5 EU/mL 0.5 EU/mL 0.05 EU/mL 0.005 EU/mL

0.5mL

0.5mL 0.5mL

All test
tubes

initially
contain
4.5ml
WFI

 
 
 

5.2 Standards for Routine Product Testing (section 6) 
 
 

50 EU/ml
Standard
Endotoxin

Vial

0.5mL

10 EU/mL 1 EU/mL 0.1 EU/mL 0.01 EU/mL

1mL

0.5mL 0.5mL
First test

tube
initially

contains
4.0ml
WFI,

other 3
test tubes

initially
contain
4.5ml
WFI

 


